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On the ‘Glitches’ in the Force Transmitted by an 
Electrodynamic Exciter to a Structure 
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Around resonance, the force transmitted by an exciter into a 
structure will be smaller or greater than a reference force 
generated by its coils due to electromechanical interaction. 
A simple analysis presented herein reveals how this 
phenomenon of force drop-off is controlled by three factors. 
The first factor, called Armature Mass Factor, describes a 
purely mechanical interaction between the structure and 
exciter. It signifies the value of armature— of— structure 
mass ratio relative to the modal loss factor. The 
electromechanical energy conversion and its interaction with 
the structure yields two additional factors, called 
Electrical Resistance and Electrical Inductance Factors. 

They describe the effects of coil resistance, inductance and 
magnetic field strength relative to structural damping and 
stiffness. Present analysis indicates that, under proper 
circumstances, more than 90% of the force drop-off can be 
eliminated if armature-to-structure mass ratio is smaller or 
equal to half of modal loss factor. 


INTRODUCTION 

Traditionally, in a typical measurement set-up, the force needed to 
vibrate a grounded structure is generated by an attached electrodynamic 
exciter. We usually assume that, in such set-up, a constant force is 
transmitted into the structure if a uniform sine voltage is inputted into the 
exiter via a power amplifier as shown in Fig. 1. But in reality, the 
amplitude and phase of transmitted force is substantially different from the 
force generated in the coils (around the resonance frequency) due to 
electromechanical interaction between exciter and structure, even if input 
voltage is constant. A Force Glitch describes these local differences in the 
force transmitted into a structure around its resonance frequency. (In 
contrast, a Motion Glitch describes local variations in the table base-motion 
excitation of a free structure. We do not intend to study them here). These 
glitches can be smoothened by a compressor loop, but we assume that our 
measurement setup does not have such a loop. 

As shown in Fig. 2, a glitch consists of a Peak and a Notch in the plot 
of transmitted force vs frequency around the structural resonance. At the 
Notch frequency, this force drops to the lowest level, while at the Peak it 
rises to its highest value. The Notch frequency equals the resonance of the 
entire vibrating system. 
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Our major interest lies in analyzing the factors causing Force Drop-o ff viz, drop 
in level of force transmitted (from that generated in the coils) to the Notch value. 
We review below some (but not all) literature dealing with the force drop-off. 


Historically, many "mechanical" models have been used to explain the force drop- 
off. They account only for the mechanical parts; they also presume that armature 
coil generates a constant-amplitude force. Ewins [1] used a 1-degree model to 
explain how the transmitted force becomes small at the structural resonance 
frequency. Earlier, Granick and Stem [2] analyzed a 2 -degree model to shew that 
the Notch frequency equals the structural resonance, while Bangs [3] analyzed the 
effect of structural nonlinearity. Rao [4] described a 3-degree model to include a 

force transducer. 


A few researchers have also employed an "electromechanical" model. Th is model 
accounts for all vibrating parts, including electrical and electromechanical 
conversions; they presume that the armature coil generates a force proportional to 
current flow. An earlier review by Rao [5] recorded some pertinent _ 1 iteruture on 
equations for exciters; these equations are identical to Crandall et al [6]. 
Extensive work by Tomlinson (7,8] shewed that the transmitted force can be distorted 
if the table vibrations are so large that nonlinear solenoid effects come into play. 


Recently Olsen [9] established that a "smaller" armature-to-structural mass 
ratio, viz., lighter armature, is required to reduce the force drop-off. (Research 
prior to 60' s showed [10] that the motion glitch can be smoothened by selecting a 
heavier armature, i.e. , a larger armature-to-structural mass ratio.) 

Thus we know that a "smaller" armature-to-structural mass ratio reduces force 
drop-off. But, a question of practical interest to the experimenter is, ho w 
should this ratio be? Should it be 1/100 or 1-in-million? This paper attempts to 
quantify this ratio. Another major aim of this paper is to identify and investigate 
the effect of any "electromechanical" factors that reduce the force drop-off (in 
addition to mechanical factors) . 
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Fig. 2 Force Glitch Consisting of 
a Peak and a Notch. 


Fig. 1 Typical Setup for Measuring 
Frequency Response 
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input sine voltage 

current flowing in the coils 

airpl. of force , , , , 

force drop-off 

airpl. of force transmitted 

/=T - 

force-to-current ratio 
the complex modal stiffness 
k(l +37J ) 

real part of modal stiffness 
self-inductance of the coil 
the modal mass of structure + 
seismic part of force transducer 
the eff . mass of armature + 
part of force xdcr + stinger 
resistance of coil + source 
displacement of str. + armature 
the structural modal loss factor 
frequency of excitation 
natural frequency of structure / k/m 
time derivative d( )/dt 
amplitude (real or complex) 


Factors Controlling the Force Drop-off 


M = Armature Mass Factor (eq. 4) 
C = Electrical Resistance Factor (eq. 9) 
K = Electrical Inductance Factor (eq. 10) 


STRUCTURE 



BY COILS, f c exp(jd)t) 


Fig. 3 "Mechanical" Model 


"MECHANICAL" MODEL OF STRUCTURE ATTACHED TO AN EXC I T ER 


Formula for Force Drop-off as a Function of Armature Mass 

The equation of motion of a grounded structure attached rigidly to the armature 
of an exciter is (see Fig. 3 and Ref. (5] for assumptions) 


(m + ra a )x + k*x = f c exp (jwt) 


( 1 ) 


We rewrite this equation in the standard form m x + k*x = f 0 exp(jeot) 
ubere f 0 , denoting the complex amplitude of force transmitted 0 into the structure, 
is given by the difference [1] between the force generated in the coils and the 
inertial force needed to vibrate the armature, 


fo«J ) = f c + w 2 m a x 0 
k* - a) 2 m 
k* " cj 2 (im+m a ) 
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where the carrplex amplitude of displacement x 0 is obtained by solving (1) . As shown 
in Fig. 2, we define the "force drop-off" f d as the difference between the 

amplitude of reference force generated in the coils at zero-frequency, f c , and the 
amplitude of the force transmitted into the structure at the natural frequency 
= /K7m7 We use (2) to express the force drop-off in terms of a nondimensional 

factor M as given be lew: 


f d = f o (0) - f 0 (« N ) 


= [ 1 - 


/{l + M 2 } 


■] fc 


(3) 


where the Armature Mass Fac±or M controlling force drop off is 


M 


m a /m 

--- 


armature-to-structure mass ratio 


str. loss factor 


(4) 


Effect of Armature Mass on Amplitude and Fhase of Transmitted Force 

We display in Fig. 4 hew armature mass influences transmitted force. This 
figure confirms the well known fact that a limiter armature beneficially reduces the 
force drop-off; but this also detrimentally reduces the frequency range between the 
Peak and Notch. 

More significant is the additional phenomenon of phase-drop revealed by this 
Figure. The phase of the force signal (relative to that of force in the coils) 
drops to its lowest value at the Notch frequency and rises beyond it. This results 
in considerable fluctuations in the phase around the resonance frequency. 



( Q EXCITATION FREQUENCY 

Fig. 4 Effect of Armature Mass on the Force Transmitted <*> N ~ natural frequency 
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For lighter armatures, this figure shews that the phase can fluctuate by as much as 
two full out-of-phase 180 deg. turns over a very narrow frequency range. The rate of 
rise in the Phase beyond Notch frequency appears, however, to be independent of 
armature mass. Hence although a lighter armature reduces the force drop-off and 
phase drop, we still need to use adequate frequency resolution to follow the sharp 
rise in the phase beyond the Notch frequency. 

We display in Fig. 5 how the loss factor affects the force tra nsmitted . This 
figure shews that heavier damping reduces the force drop off and widens the 
frequency range between the Peak and Notch. It also has the beneficial effect of 
reducing the phase drop; further the phase changes at a slower pace around the 
resonance. 



Ct> ... EXCITATION FREQUENCY 
C0 N NATURAL FREQUENCY 

Fig. 5 Effect of Structural Loss Factor on Force Transmitted 

Fig. 6 shews hew the force drop-off is controlled by the Armature Mass Factor. 
Fran this figure, we conclude that 90% of coil-generated force can be transmitted 
into structure by choosing an armature- to-structure mass ratio that is less than 
half of the structural loss factor. This leads to a thumb rule, herein called the 
Half -Loss Factor Rule . Briefly stated, it recommends use of a light armature whose 
weight obeys the rule: 


armature-to-structure mass ratio < half-of-loss factor 


( 5 ) 


Then it is possible to transmit 90% of generated force into the structure at the 
frequency of resonance. For example, a structure with a modal mass = 10 kg and 
modal loss factor = 1/50 will require an armatur weighing 0.1 kg for the force drop- 
off to be 10%. 
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ELECnOffiCHANICAL MODEL OF STRUCTURE ATTACHED TO AN EXCITER 


Formula for Force Drop-off Including Electromechanical Factors 


Exciters work the principle of electromechanical conversion, an idealized version 
of which is shown in Fig. 7 as an conversion box. Ideal lossless electrical pcwer 
inputted into it outputs mechanical force on a mass-less, frictionless 
Fig. 8 shows how, in practical situations, the ideal electrical input is modified by 
the e l ectri cal resistance R and self-inductance L of the coil and the 



Fig. 6 


M = 


ARMATURE-TO-STRUCTURE MASS RATIO 
STRUCTURAL LOSS FACTOR 


Combined effect of Armature Mass and Str. Loss Factor on Force Drop-Off. 


mechanical output by the mass of armature and structural properties. The equation 
of motion (1) thus modifies to (see [5] for details assumptions and derivation) 


(m + m a )x + 
k B x + 


k*x 


- k B i 
(Rfld t )i 


= 0 

= e 0 exp(jwt) 


( 6 ) 


We rewrite first of this equation in the standard form m x + k x - f 0 exp(jtf t) 
where f , denoting the complex amplitude of force transmitted into the structure, 
is qiven by the difference between the force generated in the coils (that is new 
proportional to the current) and the inertial force needed to vibrate the armature, 


f 0 (O ) — X o 

(k* - u) 2 m)R 


( 7 ) 


[k* - u> 2 (itH-m a )][Rfj<«9L] + jtfk B : 
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BACK emf e b =-k B x 



COIL 



(a) ELECTROMECHANICAL TRANSDUCTION 


(b) IDEAL MODEL 


Fig. 7 Ideal Electromechanical Transducer 


STRUCTURE 



VOLTAGE INPUTTED 


FORCE 

TRANSMITTED 


Fig. 8 Electromechanical Model of a Structure + Exciter 


vrfiere x 0 and i 0 denote amplitudes of displacement and current that are obtained by 
solving (6) and f c now denotes the force transmitted into the structure at 
the zero frequency. The force drop-off new depends on two factors since 


f d = f.(0) - f 0 (W N ) 


= [ 1 - 


/{ ( 1-MC/K+C) 2 + (M+C/K) 2 } 


] f c 


( 8 ) 
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Here C called the Electrical Resistance Factor , quantifies nondimensionalized 
electrical damping whereas K, called the Electrical Inductance Factor, quantifies 
nondimensionalized electrical stiffness, both expressed relative to structural loss 
factor, and are defined by 


C = 


(k B 2 /R)/ Am 

__ 


K = 


(k B 2 / L)A 

_____ 


elec, daitping-to-str . crit. damping 
str. loss factor 

elec, stif fness-to-str . stiffness 
str. loss factor 


(9) 


( 10 ) 


Effect of Electromechanical Factors 

Fig. 9 shows how the Electrical Resistance Factor C affects the force 
transmitted. It reveals that lower resistance can reduce the transmitted; it can 
also introduce unacceptable violent fluctuations in the phase. For example, for the 
parameters illustrated, the phase shows a drop-rise-drop-rise pattern over "180° to 
+180° between Peak and Notch. This is in contrast to the drop-rise pattern exhibited 
by the mechanical model as shown by Figs. 4 and 5. 

Fig. 10 exhibits how electrical inductance factor K influences the force drop- 
off. This figure shows that a larger inductance can reduce the force transmitted 
and introduce unacceptable drop-rise-drop-rise fluctuations in the phase. These two 
figures re-emphasize the need for adequate frequency resolution to measure the phase 
of the force signal. 



(tJ EXCITATION FREQUENCY 
0) N NATURAL FREQUENCY 

Fig. 9 Effect of Electrical Resistance Factor C on Force Transmitted 
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tO EXCITATION FREQUENCY 
<O h NATURAL FREQUENCY 


Fig. 10 Effect of Electrical Irductance Factor K on Force Transmitted. 

Itie effect of Resistance Factor C on the force drop— off is revealed in Fig 11. 
Hiis figure shews hew a reduction in C value ( i . e . , increase in resistance) can 
eliminate the force drop-off. Similar effect can be obtained by increasing the K 
value (i.e. , reducing the inductance) as shown in Fig. 12. 

Thus, by a judicious choice of M,C and K values, we can control the force drop— 
off observed at the resonance frequency of the structure. 
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Fig. 11 Effect of Electrical Resistance Factor on Force Prop-off 
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ARMATURE-TO-STRUCTURE MASS RATIO 
STRUCTURAL LOSS FACTOR 


Fig. 12 Effect of Electrical Inductance Factor on Force Drcp-off 


OONCHJSIONS 

Hie present paper identified three factors that affect the force transmitted by 
an electrodynamic exciter into a structure around the resonance frequency. This 
force transmitted is shown to depend on three factors. A purely mechanical factor, 
called Armature Mass Factor, describes the armature mass-to-structural mass ratio 
relative to the structural loss factor; it should be less than 1/2 to transmit more 
than 90% of force generated in the coils. The remaining two factors, called 
Electrical Resistance Factor C and Electrical Inductance Factor K describe the 
effect of coil resistance, inductance and magnetic field strength relative to 
structural damping and stiffness. Present analysis also revealed the phenomenon of 
phase-drop (in addit ion to the well-known phenomenon of force drcp-off) that occurs 
around the resonance frequency. It also shows that the Electrical Resistance Factor 
should be decreased while Inductance Factor should be increased in order to reduce 
the force drcp-off. 
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